This archived document is no longer being reviewed through the CLSI Consensus Document Development Process. However, this document is technically valid as of September 2016. Because of its value to the laboratory community, it is being retained in CLSI’s library.

**H56-A**

**Body Fluid Analysis for Cellular Composition; Approved Guideline**

This guideline provides users with recommendations for collection and transport of body fluids, numeration and identification of cellular components, and guidance for qualitative and quantitative assessment of body fluid.

A guideline for global application developed through the Clinical and Laboratory Standards Institute consensus process.
Clinical and Laboratory Standards Institute

Setting the standard for quality in medical laboratory testing around the world.

The Clinical and Laboratory Standards Institute (CLSI) is a not-for-profit membership organization that brings together the varied perspectives and expertise of the worldwide laboratory community for the advancement of a common cause: to foster excellence in laboratory medicine by developing and implementing medical laboratory standards and guidelines that help laboratories fulfill their responsibilities with efficiency, effectiveness, and global applicability.

Consensus Process

Consensus—the substantial agreement by materially affected, competent, and interested parties—is core to the development of all CLSI documents. It does not always connote unanimous agreement, but does mean that the participants in the development of a consensus document have considered and resolved all relevant objections and accept the resulting agreement.

Commenting on Documents

CLSI documents undergo periodic evaluation and modification to keep pace with advancements in technologies, procedures, methods, and protocols affecting the laboratory or health care.

CLSI's consensus process depends on experts who volunteer to serve as contributing authors and/or as participants in the reviewing and commenting process. At the end of each comment period, the committee that developed the document is obligated to review all comments, respond in writing to all substantive comments, and revise the draft document as appropriate.

Comments on published CLSI documents are equally essential, and may be submitted by anyone, at any time, on any document. All comments are managed according to the consensus process by a committee of experts.

Appeals Process

When it is believed that an objection has not been adequately considered and responded to, the process for appeals, documented in the CLSI Standards Development Policies and Processes, is followed.

All comments and responses submitted on draft and published documents are retained on file at CLSI and are available upon request.

Get Involved—Volunteer!

Do you use CLSI documents in your workplace? Do you see room for improvement? Would you like to get involved in the revision process? Or maybe you see a need to develop a new document for an emerging technology? CLSI wants to hear from you. We are always looking for volunteers. By donating your time and talents to improve the standards that affect your own work, you will play an active role in improving public health across the globe.

For additional information on committee participation or to submit comments, contact CLSI.

Clinical and Laboratory Standards Institute
950 West Valley Road, Suite 2500
Wayne, PA 19087 USA
P: +1.610.688.0100
F: +1.610.688.0700
www.clsi.org
standard@clsi.org
Abstract

Clinical and Laboratory Standards Institute document H56-A—Body Fluid Analysis for Cellular Composition; Approved Guideline provides recommendations for standardizing the collection and transport of body fluids, numeration and identification of cellular components, and guidance for qualitative and quantitative assessment of body fluid.


The Clinical and Laboratory Standards Institute consensus process, which is the mechanism for moving a document through two or more levels of review by the health care community, is an ongoing process. Users should expect revised editions of any given document. Because rapid changes in technology may affect the procedures, methods, and protocols in a standard or guideline, users should replace outdated editions with the current editions of CLSI documents. Current editions are listed in the CLSI catalog and posted on our website at www.clsi.org. If your organization is not a member and would like to become one, and to request a copy of the catalog, contact us at: Telephone: 610.688.0100; Fax: 610.688.0700; E-Mail: customerservice@clsi.org; Website: www.clsi.org.
## Contents

Abstract .................................................................................................................................................... i
Committee Membership ........................................................................................................................ iii
Foreword .............................................................................................................................................. vii

1 Scope.......................................................................................................................................... 1

2 Standard Precautions ............................................................................................................... 1

3 Definitions ................................................................................................................................. 1

4 Preanalytical Variables .............................................................................................................. 3

5 Specimen Collection .................................................................................................................. 5
   5.1 Cerebrospinal Fluid ....................................................................................................... 5
   5.2 Serous Fluid .................................................................................................................. 5
   5.3 Synovial Fluid ............................................................................................................... 6
   5.4 Bronchoalveolar Lavage (BAL) ................................................................................... 7

6 Specimen Handling and Transport ............................................................................................. 7
   6.1 CSF ............................................................................................................................... 7
   6.2 Serous Fluids ................................................................................................................. 7
   6.3 Synovial Fluids ............................................................................................................. 8
   6.4 BAL .............................................................................................................................. 8

7 Quantitative Assessment ........................................................................................................ .... 8
   7.1 Manual Counting .......................................................................................................... 8
   7.2 Automated Methods .................................................................................................... 11

8 Morphology Assessment .......................................................................................................... 14
   8.1 Slide Preparation ......................................................................................................... 14
   8.2 Identification of Morphologic Constituents ................................................................ 16
   8.3 Evaluation of Nucleated Cell Subtypes ...................................................................... 26
   8.4 Physician Review ........................................................................................................ 26
   8.5 Result Reporting ......................................................................................................... 27

9 Fluid Types .............................................................................................................................. 27
   9.1 Cerebrospinal Fluid and Ventricular Shunt Fluids ..................................................... 27
   9.2 Serous (Pleural, Peritoneal, Pericardial, Peritoneal Lavage and Dialysate Fluids) ..... 30
   9.3 Synovial Fluid ............................................................................................................... 35
   9.4 Bronchoalveolar Lavage Fluid .................................................................................... 41

10 Additional Studies ................................................................................................................. 44
   10.1 Immunocytologic Studies ........................................................................................... 44
   10.2 Flow Cytometric Studies ............................................................................................ 52
   10.3 Cytogenetic Analysis .................................................................................................. 57

11 Sample Storage After Completion of Testing .......................................................................... 57
Contents (Continued)

12 Quality Control and Quality Assurance ................................................................. 57
  12.1 Quality Control .................................................................................................. 57
  12.2 Quality Assurance ............................................................................................ 58
  12.3 Proficiency Testing (External Quality Assessment) ........................................... 59
  12.4 Continuous Education and Training .............................................................. 59

References .................................................................................................................. 60

Additional References ................................................................................................. 65

Appendix A. Reagent Formulations ........................................................................... 66

Appendix B. Interpretation of Cell Types .................................................................... 67

Appendix C. Reference Intervals ................................................................................ 70

Summary of Comments and Subcommittee Responses ......................................... 74

The Quality System Approach .................................................................................... 96

Related CLSI/NCCLS Publications ............................................................................ 97
Foreword

Clinical data derived from proper body fluid procedures and accurate test results are essential to make the appropriate diagnosis and administer the proper therapy to patients. Some variables may influence the test results reported. Because these variables are loosely defined, inconsistency from one institution to another may exist. This guideline will provide users with recommendations for the collection and transport of body fluids, procedures for the numeration and identification of cellular components, and guidelines for the qualitative and quantitative assessment of body fluids.

A Note on Terminology

CLSI, as a global leader in standardization, is firmly committed to achieving global harmonization wherever possible. Harmonization is a process of recognizing, understanding, and explaining differences while taking steps to achieve worldwide uniformity. CLSI recognizes that medical conventions in the global metrological community have evolved differently in the United States, Europe, and elsewhere; that these differences are reflected in CLSI, ISO, and CEN documents; and that legally required use of terms, regional usage, and different consensus timelines are all challenges to harmonization. Despite these challenges, CLSI recognizes that harmonization of terms facilitates the global application of standards and is an area that needs immediate attention. Implementation of this policy must be an evolutionary and educational process that begins with new projects and revisions of existing documents.

Key Words

Body fluids, bronchoalveolar lavage, cerebrospinal fluid, pericardial fluid, peritoneal fluid, pleural fluid, serous fluid, synovial fluid
Body Fluid Analysis for Cellular Composition; Approved Guideline

1 Scope

The intended purpose of this guideline is to explain how to collect, process, examine, store, and report results for body fluid specimens for the characterization of inflammatory, infectious, neoplastic, and immune alterations. It will also discuss preanalytical, analytical, and postanalytical variables related to body fluid cellular analyses. For the purpose of this document, the following body fluids will be discussed: cerebrospinal, serous (pleural, peritoneal, pericardial) and related fluids (i.e., peritoneal dialysate, peritoneal lavage), bronchoalveolar, and synovial fluids.

This guideline describes manual and automated methods to enumerate cellular components and to identify normal and abnormal elements. It also addresses additional studies that may be used for body fluid testing in the routine clinical laboratory.

This document is intended for medical technologists, pathologists, microbiologists, cytologists, nurses, and other healthcare professionals responsible for the collection and transport of body fluid specimens to the clinical laboratory, as well as the processing, testing, and reporting of results. It is also intended for manufacturers of products or instruments used for body fluid testing.

2 Standard Precautions

Because it is often impossible to know what isolates or specimens might be infectious, all patient and laboratory specimens are treated as infectious and handled according to “standard precautions.” Standard precautions are guidelines that combine the major features of “universal precautions and body substance isolation” practices. Standard precautions cover the transmission of all infectious agents and thus are more comprehensive than universal precautions, which are intended to apply only to transmission of blood-borne pathogens. Standard and universal precaution guidelines are available from the U.S. Centers for Disease Control and Prevention (Garner JS, Hospital Infection Control Practices Advisory Committee. Guideline for isolation precautions in hospitals. Infect Control Hosp Epidemiol. 1996;17(1):53-80). For specific precautions for preventing the laboratory transmission of all infectious agents from laboratory instruments and materials and for recommendations for the management of exposure to all infectious disease, refer to the most current edition of CLSI document M29—Protection of Laboratory Workers From Occupationally Acquired Infections.

3 Definitions

accuracy (of measurement) – closeness of the agreement between the result of a measurement and a true value of the measurand (VIM93).¹

analytical sensitivity – in quantitative testing, the change in response of a measuring system or instrument divided by the corresponding change in the stimulus (modified from VIM93)¹; NOTE 1: The sensitivity may depend on the value of the stimulus; NOTE 2: The sensitivity depends on the imprecision of the measurements of the sample; NOTE 3: In qualitative testing, the test method’s ability to obtain positive results in concordance with positive results obtained by the reference method; NOTE 4: If the true sensitivity of a device is better than the reference method, its apparent specificity will be less and the level of apparent false-positive results will be greater; NOTE 5: For FISH, the percentage of scorable nuclei or metaphase cells with the expected signal pattern (number of signals, size of signals, and color of signals).
analytical specificity – ability of a measurement procedure to measure solely the measurand (ISO 17511).²

antibody – specific immunoglobulin formed by B lymphocytes and plasma cells in response to exposure to an immunogenic substance and able to bind to the antigen.

anticoagulant (additive) – an agent that prevents coagulation of blood or blood products.

arthrocentesis – aspiration of a joint.

arthrocentesis fluid – joint fluid obtained from aspiration of a joint.

carry-over – the discrete amount of analyte carried by the measuring system from one specimen reaction into subsequent specimen reactions, thereby erroneously affecting the apparent amounts in subsequent specimens.

cerebrospinal fluid – fluid within the ventricles of the brain and the subarachnoid space.

collection vessel – any tube or container, preferably plastic, which serves to contain the body fluid specimen.

empyema fluid – the presence of pus in a body cavity; usually refers to pus in the pleural cavity.

epitope – any site on an antigen molecule at which an antibody can bind; the chemical structure of the site determining the specific combining antibody.

exudate – a fluid with a high concentration of protein or cells that accumulates in a body cavity as a result of increased capillary permeability.

immunocytochemical assay/immunohistochemical assay – an immunoassay that detects an antigen present in a specimen that is contained within intact or histologically sectioned cells or tissues.

immunocytology/immunocytochemistry – localization of immunoreactive substances within cells of a cytological specimen that have been specifically labeled with an antibody.

immunohistology/immunohistochemistry – localization of immunoreactive substances within cells or tissues of a histological specimen that have been specifically labeled with an antibody.

measurand – particular quantity subject to measurement (VIM93); NOTE 1: For example, vapor pressure of a given sample of water at 20 °C (VIM93); NOTE 2: The specification of a measurand may require statements about quantities such as time, temperature, and pressure (VIM93); NOTE 3: In the example above, the measurand includes not only the entity being measured (water), but the particular quality being measured (vapor pressure), and the specific environmental condition under which it is being measured (20 °C); NOTE 4: The term measurand and its definition encompass all quantities, while the commonly used term “analyte” refers to a tangible entity subject to measurement; for example, “substance” concentration is a quantity that may be related to a particular analyte.

measuring range – a set of values of measurands for which the error of a measuring instrument is intended to lie within specified limits (VIM93).

peritoneal dialysate fluid – a physiologic synthetic fluid introduced into the peritoneal cavity for the purpose of normalizing fluid, electrolyte, and solute balance in the body using the principles of ultrafiltration and diffusion.

©Clinical and Laboratory Standards Institute. All rights reserved.
The Quality System Approach

Clinical and Laboratory Standards Institute (CLSI) subscribes to a quality management system approach in the development of standards and guidelines, which facilitates project management; defines a document structure via a template; and provides a process to identify needed documents. The approach is based on the model presented in the most current edition of CLSI/NCCLS document HS1—A Quality Management System Model for Health Care. The quality management system approach applies a core set of “quality system essentials” (QSEs), basic to any organization, to all operations in any healthcare service’s path of workflow (i.e., operational aspects that define how a particular product or service is provided). The QSEs provide the framework for delivery of any type of product or service, serving as a manager’s guide. The quality system essentials (QSEs) are:

- Documents & Records
- Organization
- Personnel
- Equipment
- Purchasing & Inventory
- Information Management
- Process Improvement
- Process Control
- Occurrence Management
- Assessment
- Service & Satisfaction
- Facilities & Safety

H56-A addresses the quality system essentials (QSEs) indicated by an “X.” For a description of the other documents listed in the grid, please refer to the Related CLSI/NCCLS Publications section on the following page.

|---------------------|--------------|-----------|-----------|-------------------------|-----------------|------------------------|-----------------------|----------------------|-----------------------|---------------------|

Adapted from CLSI/NCCLS document HS1—A Quality Management System Model for Health Care.

Path of Workflow

A path of workflow is the description of the necessary steps to deliver the particular product or service that the organization or entity provides. For example, CLSI/NCCLS document GP26—Application of a Quality Management System Model for Laboratory Services defines a clinical laboratory path of workflow which consists of three sequential processes: preexamination, examination, and postexamination. All clinical laboratories follow these processes to deliver the laboratory’s services, namely quality laboratory information.

H56-A addresses the clinical laboratory path of workflow steps indicated by an “X.” For a description of the other documents listed in the grid, please refer to the Related CLSI/NCCLS Publications section on the following page.

<table>
<thead>
<tr>
<th>Preexamination</th>
<th>Examination</th>
<th>Postexamination</th>
</tr>
</thead>
<tbody>
<tr>
<td>Patient Assessment</td>
<td>Test Request</td>
<td>Specimen Collection</td>
</tr>
<tr>
<td>Specimen Transport</td>
<td>Specimen Receipt</td>
<td>Testing Review</td>
</tr>
<tr>
<td>Laboratory Interpretation</td>
<td>Results Report</td>
<td>Post-test Specimen Management</td>
</tr>
<tr>
<td>X</td>
<td>X</td>
<td>X</td>
</tr>
<tr>
<td>X</td>
<td>GP16</td>
<td></td>
</tr>
</tbody>
</table>

Adapted from CLSI/NCCLS document HS1—A Quality Management System Model for Health Care.
Related CLSI/NCCLS Publications*

**C49-P** Analysis of Body Fluids in Clinical Chemistry; Proposed Guideline (2006). This document provides guidance for the application of widely available measurement procedures for testing body fluids and for reporting and interpreting those results. It emphasizes defining the common clinical situations for this use; acceptable practice for measuring analytes without extended method verification for abnormal body fluid; influence of biologic and analytic variation on interpretation of results; and variability in comparing results between different instrument manufacturers. This document does not consider serum, plasma, whole blood, or fluids for which assays typically have performance claims in the measurement procedure documentation.

**EP5-A2** Evaluation of Precision Performance of Quantitative Measurement Methods; Approved Guideline—Second Edition (2004). This document provides guidance for designing an experiment to evaluate the precision performance of quantitative measurement methods; recommendations on comparing the resulting precision estimates with manufacturers’ precision performance claims and determining when such comparisons are valid; as well as manufacturers’ guidelines for establishing claims.

**EP6-A** Evaluation of the Linearity of Quantitative Measurement Procedures: A Statistical Approach; Approved Guideline (2003). This document provides guidance for characterizing the linearity of a method during a method evaluation; for checking linearity as part of routine quality assurance; and for determining and stating a manufacturer’s claim for linear range.

**EP9-A2** Method Comparison and Bias Estimation Using Patient Samples; Approved Guideline—Second Edition (2002). This document addresses procedures for determining the bias between two clinical methods, and the design of a method comparison experiment using split patient samples and data analysis.

**GP2-A5** Laboratory Documents: Development and Control; Approved Guideline—Fifth Edition (2006). This document provides guidance on development, review, approval, management, and use of policy, process, and procedure documents in the medical laboratory community.

**GP16-A2** Urinalysis and Collection, Transportation, and Preservation of Urine Specimens; Approved Guideline—Second Edition (2001). This guideline describes routine urinalysis test procedures that address materials and equipment, macroscopic examinations, clinical analyses, and microscopic evaluations.

**GP21-A2** Training and Competence Assessment; Approved Guideline—Second Edition (2004). This document provides background information and recommended processes for the development of training and competence assessment programs that meet quality/regulatory objectives.

**GP27-A** Using Proficiency Testing (PT) to Improve the Clinical Laboratory; Approved Guideline (1999). This guideline provides assistance to laboratories in using proficiency testing as a quality improvement tool.

**GP29-A** Assessment of Laboratory Tests When Proficiency Testing is Not Available; Approved Guideline (2002). This document offers methods to assess test performance when proficiency testing (PT) is not available; these methods include examples with statistical analyses. This document is intended for use by laboratory managers and testing personnel in traditional clinical laboratories as well as in point-of-care and bedside testing environments.

* Proposed-level documents are being advanced through the Clinical and Laboratory Standards Institute consensus process; therefore, readers should refer to the most recent editions.
Explore the Latest Offerings From CLSI!

As we continue to set the global standard for quality in laboratory testing, we are adding products and programs to bring even more value to our members and customers.

By becoming a CLSI member, your laboratory will join 1,600+ other influential organizations all working together to further CLSI’s efforts to improve health care outcomes. You can play an active role in raising global laboratory testing standards—in your laboratory, and around the world.

Find out which membership option is best for you at www.clsi.org/membership.

Find what your laboratory needs to succeed! CLSI U provides convenient, cost-effective continuing education and training resources to help you advance your professional development. We have a variety of easy-to-use, online educational resources that make eLearning stress-free and convenient for you and your staff.

See our current educational offerings at www.clsi.org/education.

When laboratory testing quality is critical, standards are needed and there is no time to waste. eCLIPSE™ Ultimate Access, our cloud-based online portal of the complete library of CLSI standards, makes it easy to quickly find the CLSI resources you need.

Learn more and purchase eCLIPSE at clsi.org/eCLIPSE.

For more information, visit www.clsi.org today.